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USER MANUAL IS LOADED ON CANYSE INTERNAL MEMORY: 

1. Switch device on by pressing the button  
2. Connect device with USB cable to PC. 
3. Message will appear on LCD screen: “Enable Mass storage device?” Select: “YES” 
4. CANYSE will appear on PC as external Mass storage device.  

5. Enter folder DOC, open and read User manual (PDF file).  
 

ON / OFF 

Main menu / Backlight 

Save data to file 

Power suppply block:                  
2x 5,0 to 13,5V  max. 0,7W 

Measuring block: 
8xSE (0-2,5V) or 4xDIF (±1,25V) 

analog inputs 
4x current sink 0,1mA to 20mA 
4x voltage source 0,1V to 3V 

USB Power 
adaptor 

Service 
input 

Device active 
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WHAT IS IN THE BOX 

 

  1x Measuring device CANYSE 801 
 
 

  1x Power adaptor    8x Connectors 
 

 

  1x USB cable                        1x Stylus for touch screen 
 
 
 
 

USE ONLY ORIGINAL ACCESSORIES! 


